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Abstract. The ESA X-ray Multi Mirror mission, XMM- 
Newton, carries two identical Reflection Grating Spectrome- 
ters (RGS) behind two of its three nested sets of Wolter I type 
mirrors. The instrument allows high-resolution (E/AE = 100 to 
500) measurements in the soft X-ray range (6 to 38 A or 2.1 
to 0.3 keV) with a maximum effective area of about 140 cm 2 
at IS A. Its design is optimized for the detection of the K-shell 
transitions of carbon, nitrogen, oxygen, neon, magnesium, and 
silicon, as^well as the L shell transitions of iron. The present 
paper gives a full description of the design of the RGS and its 
operational modes. We also review details of the calibrations 
and in-orbit performance including the line spread function, the 
wavelength calibration, the effective area, and the instrumental 
background. 

Key words: Space vehicles: instruments, reflection gratings, 
XMM-Newton 


1. Introduction 

The 0.2 to 10 keV energy band contains the K-shell transitions 
of carbon, nitrogen, oxygen, neon, magnesium, silicon, sulphur 
and calcium, as well as both the L and K shell transitions of 
iron. Of particular interest, due to their high abundances, are 
oxygen and iron at temperatures of 10 6 K and 10 7 — 10 K, 
respectively. Detailed analysis of spectral features from these 
elements will permit the determination of density, temperature, 
ionisation state, elemental abundances, mass motions and ve- 
locity shifts of the emitting regions and their surrounding en- 
vironments. The spectral properties of the medium will de- 
pend on the excitation process (collisiona! or photo-ionization 
and recombination), the state (transient or quiescent) and on 
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whether the plasma is optically thick or thin. With RGS it is 
possible to measure most of these transitions with the notable 
exception of those associated with the Fe K-sheil. Amongst 
others, observations with RGS will give new information about 
the heating of stellar coronae, the propagation of supernova 
remnant shocks through the interstellar medium, the conditions 
in the circumsource environments of X-ray binaries and active 
galactic nuclei, and the hot intracluster medium of clusters of 
galaxies. 


2. Instrument description 

2.1. Optical design 

The RGS design is illustrated in Fig. 1. It incorporates an ar- 
ray of reflection gratings placed in the converging beam of the 
XMM-Newton telescope. This telescope, of type Wolter I, has a 
focal length of 7500 mm and includes 58 nested shells (Jansen 
et al. 2000). The grating stack consists of 182 precisely aligned 
reflection gratings and intercepts about half of the light emanat- 
ing from the telescope. The undeflected light passes through 
and is intercepted by EPIC in the telescope focal plane. The 
gratings are actually located on a toroidal Rowland surface, 
formed by rotating the Rowland circle about an axis passing 
through the telescope and spectroscopic foci, as illustrated in 
the left panel of Fig. 1. The gratings are slightly trapezoidal, 
since their edges lie along rays converging on the telescope fo- 
cus. The field of view in the cross dispersion direction is deter- 
mined by the width of the CCDs (±2.2 arcmin), and the spatial 
resolution in this direction is largely determined by the imag- 
ing properties of the mirror. In the dispersion direction this is 
more complex: the extent of the source affects the wavelength 
resolution. 

Nine large format back- illuminated CCDs are located on 
the Rowland circle to detect the dispersed spectra in single pho- 
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Fig. 1 . Optical design of the RGS (not to scale). X-rays, indicated by 
red arrows, enter from the top. Numerical values for a few key dimen- 
sions and angles are indicated (linear dimensions in mm, angles in 
degrees). 

ton counting mode. The position of the X-ray on the detector 
gives the wavelength through the dispersion equation: 

raA = d ( cos fi — cos a) , ( 1 ) 

where m is the spectral order (-1,-2, ...), d is the groove spac- 
ing and a and & are the angles of the incident and dispersed 
rays, respectively, both measured from the grating plane. First, 
second and higher order spectra are overlapping on the detec- 
tors, however, they are easily separated using the inherent en- 
ergy resolution of the CCDs. Key parameters of the design are 
listed in Table 1 (see also Brinkman et al. 1998). 


Table 1 . Key design parameters 


par 

value 

comment 

Ablaze 

15 A 

first order blaze wavelength 

s 

0.6988771° 

blaze angle of facets 

7 

2.275068° 

graze angle on facets 

a 

1.576191° 

angle of incidence 

Ablaze 

2.973945° 

diffraction angle for Ablaze 

1/d 

645.6 lines/mm 

Central groove density 

CCDs 

9 

back illuminated, ~ 30/im thick 

pixels 

27 x 27 fim 2 

pixel size; standard 
3 x 3 on chip binned 

CCD size 

1024 x 384 

image area, identical storage area 

T 

-80- -120°C 

nominally -80°C 



Fig. 2. Schematic drawing of a grating, including some of the key di- 
mensions and angles. 


2.2. Reflection grating array 

The Reflection Grating Array (RGA) contains 182 identical 
gratings (one of the two RGAs contains 181 gratings due to a 
fabrication problem encountered during installation). The grat- 
ings are mounted at grazing incidence in the in-plane, or clas- 
sical configuration, in which the incident and diffracted X-rays 
lie in a plane that is perpendicular to the grating grooves. Be- 
cause the beam is converging, the gratings are oriented so that 
the angle of the incident X-ray at the center of the grating, a, is 
the same for all gratings in the array. In addition, the gratings 
all lie on the Rowland circle, which also contains the telescope 
focus and the spectroscopic focus for the blaze wavelength. In 
this configuration, aberrations, which would otherwise be in- 
troduced by the arraying, are eliminated (Kahn 1990) (see left 
side of Fig. 1). The telescope aperture is filled by rotating the 
Rowland circle about an axis passing through the telescope and 
spectroscopic blaze foci. In all, each RGA contains six rows of 
gratings. 

Each grating measures about 10 by 20 cm (see Fig. 2). 
These large gratings need to be very flat in the long (i.e. disper- 
sion) direction, since any non-flatness translates directly into a 
degradation of the resolution. At the same time the grating sub- 
strates need to be very thin in order to minimize the obstruction 
of the direct beam by the gratings. The grating substrates con- 
sist of 1mm SiC face sheets with five stiffening ribs at the back, 
running in the direction of the X-ray beam (see Figure 2). The 
face sheets are fabricated to 1 A (634.8 nm) and 10 A flatness 
in the long and the short direction, respectively. The gratings 
are replicated from a mechanically ruled master and are cov- 
ered with a 2000 A gold coating. The groove density varies 
slightly (± 10 %) over the length of the gratings, to correct 
for aberrations associated with the converging beam (Hettrick 
and Bowyer 1983; Kahn 1990). The groove density is —646 
grooves/mm at the center. 

The grating array support structure was machined out of a 
monolithic billet of vacuum hot-pressed beryllium. Beryllium 
was selected for the grating support structure for its low spe- 
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cific mass and good stability over the operational temperature 
range (10 - 30 °C). This structure is mounted with three flexi- 
ble kinematic mounts to the mirror support structure (Wilke et 
al. 1995). 

To obtain the desired resolution, it is essential that all grat- 
ings are properly aligned (with 1 /an tolerance on the posi- 
tion of any grating corner). This high precision alignment is 
achieved by positioning the individual gratings against four, 
coplanar bosses, which are precision machined into stainless 
steel rails. Half of the rails have been positioned using a high 
precision measurement device. The remaining half (those at the 
top) are rough-positioned, and then precision aligned interfer- 
ometrically using the inserted gratings themselves as a refer- 
ence. For a more detailed description of the RGAs see Kahn et 
al. (1996). 

2.3. Focal plane camera 

The spectrum is integrated on nine large format back illumi- 
nated CCDs. These nine CCDs are mounted in a row, follow- 
ing the curvature of the Rowland circle (see top two panels of 
Fig. 3). To reduce the dark current the CCDs are cooled to - 
80° C. The increase in CCD charge transfer inefficiency (CTI) 
due to radiation damage can be reduced by lowering the tem- 
perature to -120°C. Cooling is accomplished by a two-stage 
radiator, facing deep space, and by three nested thermal shells 
around the CCD bench (see Thomsen, 1991). The first shield 
also contains four internal calibration sources. These consist of 
the a emitter 244 Cm, and an Al target or a Teflon target, which 
produces Al Ka (1487 eV) and F Ka (676.8 eV) fluorescent 
emission. These sources each illuminate a small area of two 
CCDs, which is offset in the cross dispersion direction from 
the source image. In addition, the energies of the internal cal- 
ibration sources are selected to be different from the energies 
(both orders) of the dispersed astrophysical spectra at the same 
position. At launch, the camera was protected by a door, which 
was opened in orbit (it can not be closed). 

The nine CCD chips are back-illuminated GEC/EEV de- 
vices with an image and storage section of 384 by 1024 pixels 
each and a pixel size of 27 x 27 gm 2 . The width of the detector 
is matched to the size of the RGS spectrum in the cross dis- 
persion direction. The length of the CCD assembly (253 mm) 
covers the first order 6 - 38 A wavelength range. The inter-chip 
gap between two adjacent CCDs is about 0.5 mm. For optimum 
scientific performance, the detector is operated in frame trans- 
fer mode; the image is first accumulated in one half of the CCD 
(the image section) and then quickly (20 msec) transferred to 
the other half (storage section), where it is read out through 
two low noise serial output registers. This doubles the read out 
speed and gives redundancy in case of an amplifier failure. The 
width of the line spread function (typically in the order of 250 
pm) allows for 3 x 3 on-chip binning (OCB) of the pixels. 
This results in a reduction of the read-out time and the read- 
out noise (as most X-rays will be confined to two 3 x 3 bins). 
The storage section is shielded from direct illumination by the 
housing. A thin Al light shield is put on top of each CCD to re- 



image - 
storage - 


F Al 


F Al 


CCD: 9 

J 

CCD: 1 

m=-1: 5 A 


m=-1 : 38 A 

m=-2: 2.5 A 


m=-2: 19 A 



X 



image: 1024 x 384 
spectral image 


storage: 1024 x 384 


dead space ~ 0.5 mm 



pre-amp 2 Dre-amp. 

Fig. 3. CCD bench (top two panels) as well an enlarged view of two 
CCDs (bottom panel). The figure is not to scale. 


duce the sensitivity to optical light. This light shield is isolated 
from the Si by a MgF 2 isolation layer (about 26 nm thick). The 
Al shield is 75 nm thick for the two CCDs closest to the optical 
axis (short wavelength end of the bandpass), 68 nm for the next 
three CCDs, and 45 nm for the four CCDs furthest away from 
the optical axis. This gives a reduction in stray light between 
10 5 and 10 2 , equivalent to 1 e“ per pixel per readout (com- 
pared with the electronic noise of 5 e”). The CCDs, operated 
in a just depleted mode, have an energy resolution of ~ 160 eV 
(FWHM) at 2 keV. This is sufficient for an efficient separation 
of the spectral orders. 

2.4. Readout and control electronics 

The electronic block diagram of the focal plane camera and 
its control electronics is shown in Fig. 4. It consists of the 
focal plane camera proper (RFC), a unit containing the ana- 
log electronics (RAE) and two units (one redundant) with the 
digital electronics (RDE). The instrument is under control of 
the Instrument Controller (IC) which is fully programmable. 
The IC sets all bias settings of the CCDs and also configures 
the Clock Sequence Generator (CSG) which controls the clock 
drivers for each CCD. Different clock patterns can be loaded 
from the ground. The nominal readout of each CCD is through 
two output nodes resulting in different gains and offsets per 
read-out node of each CCD. The signals are amplified close to 
the focal plane camera and digitized in the RAE using a cor- 
related double sampler (CDS). All data are then transferred to 
the Data Pre-Processor. The temperature of the CCD bench is 






4 


J. W, den Herder et al.: The Reflection Grating Spectrometer 


5W heating on/olf 




Fig. 4. Block diagram of RGS electronics. Cold redundancy is indi- 
cated by yellow and dashed lines, the signal chain (which is warm 
redundant) by red lines. 


data cuts in the cross dispersion direction to reduce the back- 
ground. More than one CCD can be used to collect data, but 
this increases the accumulation time accordingly. In the DI- 
AGNOSTIC mode the on-board data processing is bypassed 
completely, and the full images are stored on board and trans- 
ferred to the ground. These data are used for dark current and 
system noise level verification. Using the same mechanism as 
in the DIAGNOSTIC mode, full images can be transferred to 
the ground in SPECTROSCOPY mode as well, but at a low 
repetition rate. 

3. Ground calibrations 

The ground calibrations concentrated on the grating and CCD 
performance. These measurements were performed in three 
stages: first the individual gratings and CCDs were character- 
ized; next we performed measurements after assembly of the 
reflection grating array and focal plane camera. Finally, end-to- 
end tests were performed with these units in combination with 
the mirrors. Prior to launch, the two RGS instrument chains 
went through their environmental tests (vibration, acoustic and 
thermal). 


controlled by the RDE and this unit includes also the power 
converter (Power Supply Unit). All interfaces with the space- 
craft On Board Data Handling bus (OBDH) are channeled via 
the IC. During periods when RGS is switched off (immediately 
following launch and during eclipses) the spacecraft provides a 
fixed power level to the CCD bench to avoid too much cooling. 

The control chain is fully cold redundant (hence two RDEs) 
whereas the signal chain is warm redundant. In case of a failure 
in one of the two signal chains it is possible to read out the 
CCDs through one output node. In case of the failure of a single 
CCD the others will not be affected and the second camera will 
provide the required redundancy (although the effective area 
will then be reduced). 

2.5. Instrument modes 

Three operating modes are available within the RGS: SPEC- 
TROSCOPY, HIGH TIME RESOLUTION and DIAGNOS- 
TIC. The most commonly used mode is SPECTROSCOPY: the 
nine CCDs are read out sequentially in frame transfer mode 
(with 3 x 3 on chip binning) resulting in an accumulation time 
of about 5.7 sec. After applying a low signal threshold, hot 
columns and hot pixels are rejected (defined by a lookup table). 
The remaining pixels are treated in a programmable processor 
(DPP). Pixels exceeding an upper signal threshold and pixels 
with too complex structures are rejected (these are due to cos- 
mic rays), and only events which fit in a 2 x 2 pattern are trans- 
ferred to the ground (including information on their shape). The 
HIGH TIME RESOLUTION mode affords the shortest accu- 
mulation time (about 15 msec) if only one CCD is read out. 
This is obtained by summing the image in the cross dispersion 
direction over 74 pixels, thus eliminating the possibility to use 


3.1. CCD response 

To select the flight devices from the larger set of available 
CCDs several diagnostic tests were performed. CCDs were 
singly installed in a dedicated camera which was connected to 
both a fluorescent X-ray source and a UV source. Most mea- 
surements were performed at -80°C. Where relevant, measure- 
ments were also performed at other temperatures (between - 
60°C and -120°C). 

Table 2. Typical CCD parameters 


parameter 

value 

comment 

typical event size 

1.3 to 1.7 

pixels in 1 x 1 OCB 

partial event fraction 

5% 

P-Kq; 20% to 40% of E ph oto 

Idark 

0.02 to 0.08 

e~ /pixel/s at -80°C 

hot columns RFC 1 

5 

at -80°C 

hot columns RFC2 

i 

at -80°C 

QE 

> 80% 

for E=0.35 - 2 keV, see fig 5 

CTIparaiiei/ transfer 

< 10~ 5 

at -80° C except near edges 

CTIgeriai /transfer 

~ 3 10" 5 

at -80°C 

Si thickness 

~ 10% 

variation over CCD 

read-out noise 

5 to 6 e“ 



Typical values for the CCDs are given in Table 2 where 
we also indicate whether a parameter is temperature depen- 
dent. Although the read-out noise is low, there is some fixed 
pattern noise induced by the electronics. This becomes visi- 
ble if the low signal threshold is close to the offset, but the 
effect on the CCD energy resolution is negligible. To optimize 
the energy response of the CCDs they are operated such that 
the silicon is just depleted (the electrical field extends to the 
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75 micron Al 


67 micron Al 



Energy (keV) 



Energy (keV) 


Fig. 5. Calculated and measured quantum efficiency for three typical 
devices 



Fig. 6. Composite pulse height spectrum for O-Ka, Mg-Ka and Si- 
Ka (histogram) as well as the modeled response (dark smooth curve) 


back side such that charge spreading over more pixels is mini- 
mized). Charge collection and readout is controlled by 14 bias 
voltages per CCD, and these are optimized to minimize the 
number of multiple pixel events. For lxl OCB this results 
in a typical event size of 1.5 pixels depending on the energy. 
Partial events are X-ray events that are absorbed close to the 
surface and therefore lose part of their charge in this surface 
layer, despite its passivation (van den Berg et al. 1996). This 
fraction, derived from the measured intensity between 20% and 
40% of the energy of the absorbed X-rays, has been measured 
as function of position on the device and only devices with 
a sufficiently uniform backside and low partial event fraction 
have been selected. The Charge Transfer Inefficiency (CTI) is 
in general very low (see Table 2) except near the edges of the 
CCDs where, possibly due to mechanical stress during produc- 
tion (dicing), the parallel CTI increases to ~ 10 -3 . In Fig. 5 
the modeled and measured quantum efficiency of 2 typical de- 
vices are shown. The data were collected during a long beam 
test at MPE with a beam that was normalized using an accu- 
rately calibrated Si drift chamber. Edges due to Si, Al, Mg, and 
F are clearly visible. Additional measurements were performed 
at the Bessy synchrotron facility, in order to map the X-ray Ab- 
sorption Fine Structure (variations up to a few %, see Bootsma 
et al. 2000). 

After the flight CCD’s were selected, a number of addi- 
tional measurements were performed on a few devices. The 
long term stability of the devices was verified with repeated 
UV and X-ray measurements over a period of four months on a 
single device that was kept continuously cooled and under vac- 
uum. No degradation of the performance was observed. Using 
the long-term X-ray measurements the uniformity of the Al fil- 
ter was verified. The X-ray transmission of the filter was found 
to be uniform within the accuracy of the measurement (1% per 
pixel). One CCD has also undergone repeated thermal cylces 
to verify the stability and integrity of the Al filter. 

Two devices were exposed to a proton spectrum represen- 
tative of the exposure during a 10 year mission (consistent 
with 10 9 lOMeV equivalent protons) under a 25 mm thick 
aluminum flight-representative housing. The parallel CTI de- 
graded to ~ 10 -3 at -80°C as expected. It was later verified that 


lowering the temperature to -120°C reduces the effect of this 
degradation. Following the launch of Chandra the sensitivity 
of the RGS devices to soft protons was studied. For the 30/im 
thick back illuminated devices protons with energies of 1.4 to 
1.5 MeV cause maximum damage in the CCD channels. Addi- 
tional tests were performed at these energies. It was found that 
the CTI degrades to 2 x 10 -3 for a 10 7 dose of 1.4 to 1.5 MeV 
protons. Fortunately, the spectrum of protons is steep. Further- 
more, protons ‘focused’ by the mirrors, must be reflected off 
the gratings before they hit the CCDs, which decreases the flux 
incident on the cameras further. Based on these results the risk 
to the CCD’s in the RGS configuration was considered mini- 
mal. 

The CCD response has been modelled based on the mea- 
surements from the end-to-end ground calibration tests, where 
the gratings provided almost monochromatic illumination. The 
model is based on a set of physical parameterizations of the 
absorption and charge collection processes. The absorption 
probability is calculated in the standard way by using the 
Henke atomic constants (Henke et al. 1993). The charge col- 
lection efficiency is modeled as an exponential function of the 
depth into the device. We add a noise component, which in- 
cludes Fano-noise and electronic readout noise. Convolving 
these three components analytically yields a model with only 
two adjustable parameters: the electronic noise and the effec- 
tive charge collection depth, p. By using the ratio of p over 
the mean absorption length these can be reduced to a single 
energy independent parameter. Assuming a heuristic Fano fac- 
tor of 0. 14, the electronic noise was found to be 5 to 6 electrons 
(using 1 x 1 OCB), which is consistent with our measurements. 
The pulse height distribution of this model is compared to data 
in Fig. 6. The energy resolution of the CCD’s is used to sepa- 
rate the orders of the dispersed spectra. Order selection filters 
are based on the modelled CCD reponse, and the accuracy of 
this model affects the estimate of the integral of the selected 
distribution. This in turn is used for the calculation of the ef- 
fective area. The effect of inaccuracies in this model on the 
effective area is estimated to be of the order of 2% for filters 
that include > 90% of the distribution. 
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3.2. Reflection grating response 

The grating replicas were selected based on quantitative mea- 
surements of several properties. The following measurements, 
performed for every grating, were obtained at a dedicated fa- 
cility at Columbia University Nevis Laboratories (Craig et al. 
1988). The results were used to reject and remanufacture parts, 
and to ultimately define two nearly identical sets that were used 
to complete the two grating arrays (Rasmussen et al., 1998). 

- Grating figures were measured using a Zygo interferometer 
with the four grating corners constrained to a plane. 

- Grating efficiencies were measured in m=0, m=-l and m=- 
2 for the nominal incidence angle at five energies: Al Ka 
(8.34 A), Cu La (13.34 A), Fe La (17.6 A & 20.1 A), and 
O Ka (23.6 A). 

- Grating surface microroughnesses that redistribute light on 
small angular scales (~ 1 arcmin) were quantified by mea- 
suring the two dimensional scatter distribution at Al K 
(8.34 A) in m=0, for the nominal incidence angle and ge- 
ometry. 

The orientation and twist of the gratings were measured in- 
terferometrically as assembled with a common reference coor- 
dinate. This, and the individual figure measurements provides 
the optical figure of the assembly as a whole. The compos- 
ite grating array figures were verified after the mating of the 
grating arrays to the XMM mirror modules, using a parallel 
UV beam at the Centre Spatial de Li&ge (CSL; Stockman et al, 
1998). 

In addition to the measurement list above, the following 
measurements were performed on a subset of gratings that 
helped constrain physical modelling of the RGS; in particular, 
the electromagnetic reflectivity calculations. These measure- 
ments were performed randomly on one grating in every six, 
unless otherwise noted: 

- Four gratings were measured for their reflectivity functions 
in m=0, m=-l and m=-2 between 7 and 80 A and the nom- 
inal incidence angle using a monochromatized beamline at 
the BESSY synchrotron light source. 

- The diffraction efficiencies for orders 0 through -5 were 
measured at Cu L ( 1 3. 34 A). 

- The m=0 efficiency function was measured over the 1.5- 
2.5° incidence angle range, which is sensitive to details of 
the groove profile. 

- The scatter distribution in m=-2 for Al K (8. 34 A) which 
further constrains the microroughness parameters. 

The reflection grating response is a combination of the 
measured geometric quantities (the composite array figure) and 
a physical model of the grating. 

A model of the diffraction efficiency was constructed us- 
ing the full vector solution to Maxwell's equations subject to 
the boundary conditions of the grating profile. A scalar the- 
ory modification was implemented to account for coherent and 
incoherent modultions on the surface of the grating (Cottam 



Fig. 7. Efficiencies for first and second order as measured (solid curve) 
and as modeled (dashed curve) 


et al. 2001). The parameters of the model were determined 
by iteratively fitting simultaneously calibration data from the 
long-beam and BESSY facilities. An incoherent noise com- 
ponent that scatters light to large angles and out of the stan- 
dard measurement aperatures was characterized by fitting inter- 
order scans taken at the Nevis long-beam facility. The mea- 
sured efficiency is predicted by integrating the normalized line 
profile with both small and large angle scattering components 
over the angular range subtended by the measurement aperture. 
The model is consistent with the measurements to ~ 5% for 
all incident angles, spectral orders, and wavelengths above 9A. 
This is illustrated in Fig. 7, where the results of the reflectivity 
measurement for one grating at Bessy is shown. 

3.3 . End-to-end calibrations 

The X-ray performance was verified at the MPE long beam 
Tanter” facility (Aschenbach et al. 1979). Due to the finite 
source distance (120 m) at this facility, the spectrometer does 
not focus properly if the optical elements and detectors are po- 
sitioned in the flight configuration. In particular, the focus of 
the telescope moves outward 500 mm relative to the nomi- 
nal focus. To maintain the Rowland circle, the RGA must be 
moved by the same amount. Owing to the finite width of the 
X-ray lines generated with an electron impact target source, 
the resolution properties could not be verified directly for the 
longer wavelength portion of the RGS band. However, using 
higher order spectra of short wavelength lines, it was still pos- 
sible to investigate all of the various contributions to the line 
spread function (Rasmussen et al. 1998). These measurements 
indicated that the two RGAs have slightly different focussing 
properties. This explains the different expectations for the res- 
olution as is given in Fig. 9. 

The effective area was calibrated at the Panter facility at 6 
energies, on axis. The off-axis response was calibrated at one 
energy (Al-Ka). Given the finite source distance, the telescope 
and RGA are under-illuminated, and the measured effective 




J. W. den Herder et al.: The Reflection Grating Spectrometer 


7 



Fig. 8 . Measured and modelled effective area for RGS1 (corrected for 
finite source distance) 


area had to be corrected for this effect using a detailed raytrace 
model of this configuration. These corrections were verified us- 
ing segmented illumination of the mirrors (16 azimuthal sectors 
x 4 radial selections). The results of the end-to-end effective 
area calibration agreed with model calculations to within 5% 
for both the first and second spectral orders. This is illustrated 
in Fig. 7. 

4. In-orbit performance 

The commissioning phase of the XMM-Newton instruments 
started on January 4, 2000, followed by a calibration and per- 
formance verification phase between March 9 and July 4, 2000. 
During these periods a number of astrophysical targets were 
observed (see table 3). 

After the first week of operations, an electronic component 
in the clock driver of CCD 4 in RGS2 failed. A similar problem 
showed up in early September, 2000, on CCD 7 of RGS 1 . The 
affected wavelength ranges are 20.1 - 23.9 A for RGS2 and 
10.5 - 14 A for RGS1 reducing the effective area by a factor of 
2 for these ranges. The operational conditions have been modi- 
fied to reduce the load of these commonly used components to 
a minimum. 

An example of the data is shown in Fig. 9, where the dis- 
persed image of Capella is shown in the upper panel, while in 
the lower panel CCD pulse height is plotted against dispersion. 
In the lower panel the first, second, and even higher orders are 
visible. One of the four internal calibration sources (at 1487 eV 
and P = 0.072) is also discernible. In order to extract a spectrum 
from these data, the following cuts are applied. In the cross- 
dispersion direction a filter is applied which includes typically 
90% of the total intensity. The spectral order is selected in the 
CCD pulse height versus dispersion angle space (lower panel 
of Fig. 9, with a joint pulse height-dispersion filter. In addition 
the exposure time per wavelength bin is calculated taking into 
account the data selections, rejected columns and pixels (either 


Table 3. Main calibration targets 


object 

purpose 

Capella 

wavelength scale, bore sight, 


effective area, CCD response 

HR1099 

wavelength scale, CCD CTI 

AB Dor 

repeated wavelength scale; after June 

3C 273 

on- and off-axis effective area 

GX13+1 

effective area (A < 10 A) 

Mkn 42 1 

on-axis effective area 

Lockman hole background estimate 

PKS 2155-304 effective area simultaneously with Chandra 

Sco X-l 

CCD gain and CTI (partially successful) 

Canopus 

stray light 


due to cosmics or to cosmetic blemishes in the CCD) and the 
dead space between CCDs (see also Erd et al. 2000). 

4.1. CCD response 

A number of key performance parameters were checked. The 
gains of the CCDs were calibrated using the internal calibra- 
tion sources and a few strong astrophysical continuum sources. 
The gains are slightly different from pre-flight but have been 
very stable since launch. The CCD energy resolution was veri- 
fied with a few known emission lines. No changes with respect 
to the preflight conditions were observed. Position dependent 
offsets of the CCD energy scale due to straylight were mea- 
sured and are consistent with the pre-launch expectations. Us- 
ing DIAGNOSTIC data it was verified that the system peak (a 
combination of electronic noise, dark current and optical load 
of the CCDs) is very stable over an orbit (within 1 eV) with the 
exception of a jump of about 2 eV, which occurred following 
a very strong solar flare on 7 July 2000. The only component 
that is slightly variable are the hot pixels and columns. 

Special attention was given to a potential increase of the 
CTI due to soft protons (entering through the mirror) and hard 
protons (the mission is close to the solar max). This property 
of the system is monitored continuously. Based on these re- 
sults (position of the Al and F peak as function of number of 
orbits) the maximum CTI increase is estimated to be 1 10~ 4 * * 7 
per transfer per orbit. Accepting a CTI loss of 25%, which still 
allows for good order separation, this translates into a lifetime 
of more than 15 years without the need to lower the camera 
temperatures. Using the intensity of the internal sources it is 
possible to monitor contamination. Comparison of these inten- 
sities with the intensities from the ground calibration indicate 
a upper limit to any change in quantum efficiency (QE) at the 
O-K edge of 8%. 

The CCDs also exhibit low amplitude, low pulse height 
Fixed Pattern Noise (visible in the upper panel of Fig. 9). This 
is a minor effect, easily suppressed with an appropriate pulse 
height filter. 
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XUU RC31 Spatial Lmaj* 

EXPJD 0121500201001 


DATE-OBS Z0O0-03-24T13: 15:47 
DATE-EKD 200Q-03-25T010414 



0.066 006 
CORRECTED BETA (r«di*n*) 


RC31 Ord.n lm* 4 » 

0121600201001 


DATE-OBS 2000-03-24T13: 15:47 
DATE-EKD 2000-03- 26T01:04: 14 



0056 

CORRECTED BETA (radian*) 


Fig. 9. Capella observation (id: 0121500201001). The color scale represents a logarithmic intensity scale. The dispersion axis runs horizontally 
and increases to the right. In the top panel the cross dispersion is along the vertical axis whereas in the bottom panel this is replaced by the 
CCD energy. In the bottom panel the low and high level thresholds are visible. Standard data selections are indicated by the red curves. In the 
top panel effects of fixed pattern noise at the long wavelength side of the RGS band are seen. 


4.2. Line spread function 

The Line Spread Function (LSF) is a convolution of the mir- 
ror response and the grating response, and it depends on the 
proper alignment of these units. The mirror response includes 
the figure properties and co-alignment of all 58 nested mir- 
rors. The grating response depends on the co-alignment and 
flatness of the 182 gratings that are integrated per RGA. In ad- 
dition there is also a significant (but well calibrated) component 
due to scattering on the surfaces of the mirrors and the grat- 
ings (seen as the horizontal distribution of events in the bottom 
panel of Fig. 9). The various components scale differently with 
wavelength, which gives rise to a composite line shape which 
can not easily be characterized in terms of a simple analytical 
function. The shape of the core largely determines the ability 
of the spectrometer to separate closely spaced emission lines. 
The telescope blur contributes a constant term to the spectrom- 
eter line width, while misalignments and flatness errors of the 
gratings contribute a term which slowly increases with increas- 
ing wavelength. The scattering component is most significant 
at the shortest wavelengths and the highest diffraction orders. 
This is illustrated in Fig. 10 where the predicted resolution for 
the two RGSs are shown (the steep rise below 7 A is due to 
the scattering component of the gratings). Also shown are the 


measurements, which are deduced from a few narrow, bright 
emission lines in HR1099 (Lya lines of Ne (m=-l,-2), O, N 
and C). This demonstrates that the instrument resolving power 
is close to the expectations. The explicit spectrometer line re- 
sponse is close to predictions based on a raytrace model for the 
spectrometer. 

The ability to detect weak emission lines above the back- 
ground or the continuum is better measured by the half en- 
ergy width (HEW) of the profile. This width, especially at short 
wavelengths, is more dependent on the amplitude and width of 
the scattering wings. Again, the data agree with the predictions 
and in the HEW sense the resolving power goes to ~ 800 at the 
longest wavelengths. 

4.3. Wavelength calibration 

To measure wavelengths, event locations (pixel coordinates) 
are mapped into 3-dimensional coordinates using the camera 
geometry measured at 20° C and a thermal-mechanical model 
for the optical bench. The dispersion angle /?, and the polar 
angle £ subtended from the mirror in the cross-dispersion di- 
rection, are then assigned based on the spacecraft geometry. 
The angle of incidence of a photon on the grating and the dis- 
persion angle determine the measured wavelength according to 
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wavelength (A) 

Fig. 10. Comparison of the measured and predicted resolution for 
RGS1 (red) and for RGS2 (blue). Data for second order are shown 
as dashed lines and triangular datapoints. 

the dispersion equation Eq.(l). The relative misalignment be- 
tween the RGS instrument axis and the star tracker axis (the 
bore-sight described by three Euler angles), the rotation of the 
grating array relative to the RGS axis (7?y(RGA)), and the po- 
sition of the focal plane camera (T Z (RFC)) are used to calculate 
a and /?. 

In-flight calibrations further refined ground-based measure- 
ments of these geometric parameters. There is a inherent de- 
generacy in the determination of these five parameters, how- 
ever, so f?„(RGA) was fixed to its ground alignment value. 
Using on-axis and off-axis (up to 10 arcmin) observations of 
Capella, HR 1099, and AB Dor, we constrained the other four 
parameters using the theoretical wavelengths of Lya lines of 
Mg, Ne, O, N, and C. The geometric parameters were con- 
sistent with expected tolerances for these parameters from the 
ground measurements. The measurement of wavelengths with 
RGS is currently accurate to 8 mA(rms) across the entire wave- 
length band, based on the distribution of the wavelength resid- 
uals of the calibration lines. 

The boresight angles as well as the cross-dispersion posi- 
tion of the focal plane camera (r y (RFC)) also give the angle 
£. It was found to be consistent with the cross-dispersion mea- 
surements to better than 4 arcseconds (rms). This can be used 
to predict the measured position of the source and is used in the 
calculation of the instrument response. 

4.4. Effective area 

The effective area model of the RGS has been verified during 
in-flight calibration. Off-axis observations were performed on 
the continuum sources 3C273 and GX 13+1, which sample both 
the full wavelength band and the short wavelength region, re- 
spectively. The ratios of the observed count rates in the off-axis 
to on-axis measurements were compared to the ratios predicted 
by the effective area model. This comparison is sensitive to the 
details of the model components, particularly to the grating ef- 
ficiency and the geometric intercept and vignetting factors. The 



Fig. 11. Effective area for the two RGSs (clearly visible are the gaps 
between the CCDs and the failing read-out of CCD4 in RGS2, the nar- 
row drops in the curves are due to corrections for cosmetic blemishes) 

measured behavior agrees with the predicted behavior to within 
the statistical uncertainties for off-axis angles up to 10 arcmin 
in both first and second order, for all wavelengths above 9 A. 
As a further check of the model the second to first order count 
rate ratio for both sources was compared with the predicted ra- 
tio. The prediction agrees across the band with the exception of 
the 7 to 9 A region, where the ratio is overpredicted. 

There is evidence for a narrow absorption feature at the 
neutral O K edge. It has a a threshold wavelength of 23.5 A, 
and a relative amplitude of about 27%. This feature appears in 
all bright continuum sources. A comparison of the spectrum of 
the bright BL Lac object PKS 2155 - 304 as measured with the 
RGS, and with the Chandra LETGS suggests that the feature 
is instrumental. A detailed calibration is in progress. 

The absolute effective area of the RGS will be cross- 
calibrated with the diffraction grating spectrometers on Chan- 
dra, as well as with the Chandra ACIS and XMM-Newton 
EPIC detectors, using suitable bright cosmic sources. This 
work is currently in progress. 

The effective area for the nominal data selections is shown 
in Fig. 1 1 for the two RGSs. Due to the data selections the 
maximum effective area is lower than measured during the end- 
to-end tests (see Fig. 8 for reference). 

4.5. Instrument background 

The background model for the RGS was cross-checked using a 
deep observation of the Lockman Hole. Several different com- 
ponents contribute, including: 

— minimum ionizing particles (protons and ions). Most of 
these particles deposit an energy outside the 0.35 to 2.5 keV 
energy band and can thus easily be rejected. 

- low energy electrons which enter through the telescope. Up 
to 20 keV these are rejected by the electron deflector at the 
exit plane of the mirrors. Higher energy electrons create 
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secondary radiation in the spacecraft and detector shield- 
ing. 

- fluorescence lines in the detector housing due to interac- 
tions with the electrons and other minimum ionizing par- 
ticles. The expected strong fluorescence from the detector 
housing material, Al, is strongly suppressed by a Au coat- 
ing. One still expects to see Al K a and Au-M emission in 
the RGS energy band. These lines are indeed observed at a 
very low intensity (about 10~ 3 counts/cm 2 /sec for Au and 
4 10 -4 counts/cm 2 /sec for Al). 

- soft protons entering through the mirrors: these protons are 
focussed to the detectors by Rutherford scattering on the 
mirrors and gratings. This results in a beam centered at the 
zero order position, with a very large width in the disper- 
sion direction. An analysis of the background observed in 
the Lockman Hole data yields a typical Gaussian distribu- 
tion with a 5.8° and 0.3° width in the dispersion and cross 
dispersion direction respectively. This component, includ- 
ing the width in the dispersion direction, is clearly time 
variable. 

- calibration sources: these can each be modelled as a two 
dimensional Gaussian intensity distribution with a typical 
width of 78 pixels (3x3 OCB) in the dispersion direc- 
tion and 37 pixels in the cross dispersion direction. The 
fraction spilling into the standard event selection regions 
is very small, since these are offset in the cross dispersion 
direction. 

- read-out noise: although strictly speaking this is no back- 
ground component, the noise characteristics of each CCD 
has a tail which cannot be distinguished from proper X- 
rays. 

Following the onboard background rejection, the major 
constituents of the background are a tail on the CCD response 
due to readout noise, and the soft proton radiation. Using a 
model for the behavior of these components, the Lockman Hole 
data appear to be adequately described. However, as some of 
the components are clearly time variable, it is not trivial to use 
the same model for other observations of extended sources. For 
point sources, however, one can simply select a region on the 
CCDs in the cross dispersion direction and use the same win- 
dows in the CCD pulse height as for the source. For reference 
we give the spectrum for a standard selection (90 % window in 
CCD energy only) of the Lockman Hole data for a quiet period. 
The increase in background below 8 A is due to a change in the 
width of the pulse height filter at that wavelength (given as red 
curves in Fig. 9) 

5. Conclusion 

The RGS performs as expected. Several papers in this issue at- 
test to its unique capabilities. Simultaneous measurements to- 
gether with the three EPIC cameras and the Optical Monitor 
enhance the scientific return significantly. Although some small 
refinements in the performance parameters can be expected fol- 
lowing analysis of a larger dataset, the key parameters as listed 
in table 4 are characteristic. 


Fig. 12. Typical countrate for standard data selections (90 % in CCD 
pulse height, full range in cross dispersion direction for a quiet part of 
the Lockman Hole observation 


Table 4. Key performance parameters 


parameter 

value 

comment 

A e ff 

140 cm^ 

peak effective area 

A 

6 -38 A 

wavelength range first order 

A/AA (FWHM) 

100 - 500 

resolution (line separation) 

A/AA (HEW) 

100-800 

resolution (weak line detection) 

AA 

8 mA 

wavelength accuracy 
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